Innovation in wound management with disposable, portable, cost-effective and non-powered NPWT device: Experience in general surgery

Bashir Y*, Ulain Q, O’Brien G, Chonchubhair H, Al-Sahaf O

1 Naas General Hospital, County Kildare, Ireland
2 Professorial Surgical Unit, Department of Surgery, The University of Dublin trinity College, Tallaght Hospital, Dublin, Ireland

ABSTRACT

Wound management is vital part of surgery. We used a non-powered, disposable, portable Negative Pressure Wound Therapy dressing (NPWT) (“Nanova™”, KCI™) on different types of surgical wounds treated in one Secondary Care Hospital in Ireland. It is easy to use and is self-operated by patients. It was trialled on three patients, was well tolerated, resulting in early mobility and return to daily activities, along with rapid recovery. There was no non-compliance or adverse effects to surrounding skin. The recovery time ranged from 2-3 weeks. The use of this device positively affected the clinical outcome and resulted in early discharge from hospital, quicker recovery and early return to daily activities.

Key Words: Case series, Negative Pressure Wound Therapy, Wounds, Wound Management

1. INTRODUCTION

As surgeons we encounter wounds on a daily basis. For complex wounds we use NPWT, they are complex and often requires hospital admission.[1] We want to share our experience of new, non-powered and disposable NPWT (Nanova™), which allow early discharge from hospital to reduce cost and also decrease risks of nosocomial infection. The average cost of Vac dressing is around 500€ per week for a patient. The machine has to be rented, while dressings are also costly. Meanwhile Nanova™ cost around 135€ per week for a patient for first week, then 2 dressings per week at around 19€/dressings are required making it at least 66% cheaper than the normal Vac dressings (The cost shown is the price at which the products are supplied to Naas General Hospital. There Might be a slight difference in prices between different buyers depending on quantity of purchase). Aim of our case series was to see effectiveness of “Nanova™” on different type of wounds encountered in our experience in General Surgical practise. The selection of patients was done based on clinical judgement and after discussion with Tissue Viability Nurse. All these wounds have cavities smaller than 5 cm and were large enough to need NPWT, so decision was made to use “Nanova™” and we have very positive experience to share with everyone about these devices.

2. CASE SERIES

Case 1: An 87-year-old female presented with a large haematoma on her right leg which was evacuated, resulting in a substantial cavity of 10 cm × 10 cm width and 0.9 cm depth. Nanova™ dressing was applied and the patient was discharged the same day. The dressing was changed twice weekly with once-weekly follow up in the wound clinic.
wound healed completely within 3 weeks (see Figure 1).

Figure 1. Patient 1 at 2 weeks of Nanova therapy

Case 2: A 25-year-old male had I&D for an abscess in the lumbar region. There was a 7 cm length, 4 cm deep cavity. Nanova™ was applied on the 2nd post-op day and he was sent home the same day. The dressing was changed twice weekly and the wound healed within two weeks (see Figure 2).

Figure 2. Patient 2 at commencement of Nanova therapy

Case 3: A 57-year-old female who had a laparotomy for bowel resection, and post operatively had superficial wound dehiscence. The wound was 5 cm long and 3.2 cm deep. Nanova™ dressing was applied and the patient was discharged the same day. She had bi-weekly dressing changes and had weekly follow-up in wound clinic. The wound healed within three weeks (see Figures 3-4).

Figure 3. Wound of patient 3 at 1 week of Nanova™ use and preparation for re-application of Nanova™

3. DISCUSSION

The history of wound management starts with the history of mankind, first written medical records dates from about 2500 BC. Plants with antimicrobial effects were used for wound treatment for thousands of years. In 1865, Dr. Joseph Lister started treating wounds with dressings soaked in carbonic acid and germ theory of infection was understood. Wound dressings were historically used, but later it was found that wounds generating moderate to high levels of exudate required absorbent dressings. Foam and calcium alginate both have excellent absorbency. Raffl was the first one to describe a practical way of continuous negative suction and later its benefits were proven. NPWT proved to be better than moist gauze dressings in diabetic feet, effective in the treatment of chronic leg ulcers and also showed better graft take \( p < .05 \).

Previously NPWT were always applied during hospital admission. With better primary care facilities, they can be managed at home. There is a need to make these devices portable and easy to manage in order to ensure early return to routine. Many companies invented devices to facilitate early discharge from hospital, and this disposable device by KCI™ “Nanova™” is the result of a similar effort.
It is a highly effective and reliable device, portable and cost-effective. These are single patient use devices with manual priming mechanism and 1-3 compressions of pump delivers negative pressure of 125 mmHg. This unit with multiple dressing change can be used for 30 days. The dressing consists of a non-adherent silicone wound contact layer. The border is a hybrid material that combines silicone and acrylic adhesives, that provides an effective seal.

Unfortunately, there are limitations to the use of this device. The device cannot be used on wounds deeper than 5 cm. Also, they don’t include an alarm to indicate that there is malfunction, like the powered versions of NPWT. Also, available literature on disposable negative suction dressings is sparse.

In conclusion, results of our case series indicate that this device is easy to use, convenient, cost-effective and resulted in adequate wound healing, early discharged and early return to baseline for patients. A randomized controlled trial (RCT) comparing these devices with conventional NPWTs in areas of efficacy and cost-effectiveness is warranted.

CONFLICTS OF INTEREST DISCLOSURE

The authors declare they have no conflict of interest.

REFERENCES


